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Sensitivity analysisWe present an electromagnetic measurement system for monitoring of the effective per-
mittivity in closed metal vessels, which are commonly used in the process industry. The
measurement system exploits the process vessel as a microwave cavity resonator and
the relative change in its complex resonance frequencies is related to the complex effective
permittivity inside the vessel. Also, thermal expansion of the process vessel is taken into
account and we compensate for its inﬂuence on the resonance frequencies by means of
a priori information derived from a set of temperature measurements. The sensitivities,
that relate the process state to the measured resonance frequencies, are computed by
means of a detailed ﬁnite element model. The usefulness of the proposed measurement
system is successfully demonstrated for a pharmaceutical ﬂuidized-bed process, where
the water and solid contents inside the process vessel is of interest.
 2014 The Authors. Published by Elsevier Ltd. This is an open access article under the CC BY
license (http://creativecommons.org/licenses/by/3.0/).1. Introduction scopic methods such as near infra-red (NIR) and RamanIn the pharmaceutical industry, monitoring and control
of manufacturing processes are important in order to
achieve high-quality products to a low production-cost. A
common step in the manufacturing process for many phar-
maceutical products is coating and drying of particles in
ﬂuidized-bed processes. Measurement techniques that
are capable of monitoring the material distribution and
moisture content in this type of process are important
tools for control, optimization and improved understand-
ing of the process.
Currently available methods for monitoring of moisture
content in pharmaceutical ﬂuidized-beds include spectro-spectroscopy [1,2]. Although these methods yield impor-
tant information on moisture content as well as physical
and chemical properties of the material, they mainly pro-
vide local information for the region in the very proximity
of the measurement probe, which may be insufﬁcient or
misleading for the estimation of the global process state.
Recently, Buschmüller et al. [3] developed a stray ﬁeld
microwave resonator technique for in-line moisture mea-
surements during ﬂuidized-bed drying. However, their
approach is based on local ﬁelds in the vicinity of the
resonator probe and, therefore, it does not yield global
information on the process state.
At low frequencies, electric capacitance tomography
(ECT) can be applied to regions with high particle density
[4]. Although ECT yields important information on the par-
ticle distribution on a global scale, it suffers from limited
spatial resolution and it is not suited for the estimation
Fig. 1. Schematic picture of the process vessel.
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guishing between material density and moisture content.
In this article, we present a microwave-based measure-
ment technique that exploits electromagnetic eigenmodes
that are supported by the process vessel bounded by its
metal walls. The process vessel is considered as a cavity
resonator and the permittivity distribution inside the ves-
sel is estimated based on measurements of the complex
resonance frequencies of the cavity. This technique resem-
bles the well-established cavity perturbation measure-
ment technique, which is regularly used for accurate
measurements of dielectric and magnetic properties of
materials at microwave frequencies [5,6]. In contrast to
traditional cavity-perturbation measurements, our tech-
nique exploits several different eigenmodes, which yields
three-dimensional spatial resolution and measurement
information at multiple frequencies.
The process vessel is equipped with a set of probes that
are connected to a network analyzer. Given the scattering
parameters measured with the network analyzer, we esti-
mate the complex resonance frequencies of the process
vessel, where the real part corresponds to the frequency
of oscillation and the imaginary part corresponds to the
damping. We exploit a linearization of the electromagnetic
response of the process vessel and it yields a relation
between (i) a perturbation of the resonance frequencies
and (ii) a perturbation of the complex permittivity inside
the process vessel. We parameterize the permittivity with
space dependent basis functions and determine the coefﬁ-
cients by means of solving an estimation problem based on
an over-determined system of linear equations, where the
right-hand side contains the measured deviations in the
resonance frequencies as compared to the empty vessel.
2. Measurement system
2.1. Process equipment
Fig. 1 shows a schematic picture of a ﬂuidized-bed pro-
cess vessel of Wurster type, which is the type of process we
consider in this article. This process is used for coating and
drying of pharmaceutical particles, such as pellets or gran-
ules, and the particular vessel we consider is a custom built
lab-scale device for batches consisting of up to 1 kg of par-
ticles. The particles are dielectric objects of size that nor-
mally range from 250 lm to 1 mm and in this article, we
consider particles that mainly consist of microcrystalline
cellulose (MCC).
The bottomplate of the process vessel, also referred to as
the distributor plate, is perforated with a large number of
small holes. An airﬂow is applied through the distributor
plate, which ﬂuidizes the particles and creates a ﬂuidized
bed. Above the distributor plate resides a metal tube, which
is referred to as the Wurster tube. At the center of the dis-
tributor plate below the Wurster tube, a pneumatic spray
nozzle injects a rapidlymovingmixture of air and liquid that
accelerates the particles in its immediate vicinity in an
upward motion. The particles move through the Wurster
tube and create a fountain-like ﬂow pattern above theWur-
ster tube. As the particles exit the fountain region, they fall
back into the ﬂuidized bed outside the Wurster tube.The liquid injected through the spray nozzle is a solu-
tion that is sprayed onto the surface of the particles. The
solvent evaporates mainly inside and immediately above
the Wurster tube, which results in a deposited layer of
the solute on the surface of the particles [7]. A common
solvent is water and there is a large variety of solutes such
as active pharmaceutical ingredients (API), polymers used
for ﬁlm coating and various ﬁller materials. Thus, this type
of process allows for the manufacturing of multi-layered
particles. Here, the different layers provide designed func-
tions such as protection from humidity during storage,
delay of API release in the digestive system and the actual
delivery of the API.
The water and its distribution inside the vessel for the
duration of the process inﬂuence the process state and,
consequently, the quality of the ﬁnal product. For example,
API that are sensitive to long-term exposure to moisture
may be coated with a ﬁlm that protects the API from ambi-
ent humidity. In such cases, it is important to establish that
the particles are sufﬁciently dry before this ﬁlm is applied.
In addition, a too fast drying rate may have negative
impact on the coating quality. A more extreme situation
is the undesirable event of excessive amounts of water
inside the vessel, which can cause extensive particle
522 J. Nohlert et al. /Measurement 55 (2014) 520–535agglomeration and eventually process break-down. If such
a condition can be detected, it is feasible to change the pro-
cess parameters in order to counter-act agglomeration. The
water inside the vessel can occur in a number of different
forms: (i) water vapor; (ii) sorbed water inside the parti-
cles; (iii) free water on the surface of the particles; (iv)
water droplets in the air; (v) condensed water droplets
on the vessel walls; and (vi) water in agglomerates or
dense gatherings of particles.2.2. Measurement principle
From an electromagnetic point of view, the process ves-
sel that we consider is a rather good approximation of a
microwave cavity resonator. The geometry of the vessel,
which is used in the electromagnetic model described later
in the article, is shown in Fig. 2. We exploit two magnetic-
ﬁeld probes to excite eigenmodes supported by the micro-
wave resonator and the corresponding eigenfrequencies
are measured with the same set of probes. A network ana-
lyzer is connected to the two probes and the 2 2 scatter-
ing matrix is measured as a function of frequency. The
measured scattering parameters are used to extract the
complex resonance frequencies of a selection of the lowest
eigenmodes supported by the process vessel.
It should be emphasized that although these probes are
rather small in comparison to the microwave resonator,
i.e., the process vessel, the electromagnetic ﬁeld for basi-
cally all eigenmodes extends throughout most of the pro-
cess vessel’s volume. The eigenfrequencies are inﬂuencedFig. 2. The process vessel including its two rectangular windows (W1 and
W2) and the cylindrical tube used for loading of particles (H1). This ﬁgure
also illustrates four temperature probes (T1–T4) and two microwave
probes (M1 and M2) although these are not part of the electromagnetic
model.by the geometry of the process vessel and, more impor-
tantly for this application, the material and its distribution
inside the process vessel. Consequently, important
information on the distribution of particles and their
moisture content can be derived from the measured
eigenfrequencies.
2.2.1. Homogenization of a mixture of air and particles
The mixture of particles and air inﬂuences the electro-
magnetic ﬁelds inside the process vessel. The typical
length-scales associated with the lowest eigenmodes are
comparable to the size of the cavity and, as a consequence,
the particles are extremely small in relation to the spatial
variation of the electromagnetic ﬁeld. Thus, it is beneﬁcial
to represent the mixture of particles and air in terms of an
effective permittivity, where the possible presence of other
small dielectric objects, such as liquid droplets, contributes
to the effective permittivity in the samemanner as the par-
ticles. Given the material parameters and geometry of the
particles together with their spatial distribution, the effec-
tive permittivity can be calculated by means of electro-
magnetic mixing formulas [8]. Here, we focus on the
well-known Maxwell–Garnett mixing formula
eff  b
eff þ 2b ¼
1
3b
XN
n¼1
#n
an
Vn
; ð1Þ
where eff is the effective permittivity and b is the permit-
tivity of the background medium for a mixture with N dif-
ferent types of inclusions indexed by n. In this article, we
assume that b is real, i.e., we have a lossless background
medium. For the inclusions of type n, we have the polariz-
ability an, the inclusion volume Vn and the volume fraction
#n. For homogeneous spherical inclusions with permittiv-
ity i, we have the polarizability
a ¼ 3bV i  bi þ 2b ; ð2Þ
where V is the volume of the particle. Layered spherical
particles with a core and an outer shell with different per-
mittivities can also be incorporated into Eq. (1) by using
the associated polarizability for this type of inclusions [8].
A dispersive inclusion material yields a dispersive
behavior of the effective permittivity, although the disper-
sion relation of the mixture may be different from that of
the inclusions. For example, air with inclusions that are
described as a Debye medium yields an effective permittiv-
ity that also behaves like a Debye medium, but with differ-
ent values of the Debye parameters [9]. Furthermore, air
and inclusion particles with non-zero conductivity yields
Debye-characteristics of the effective permittivity, due to
the Maxwell–Wagner effect [10].
2.2.2. Density independent moisture measurements
A feasible way to extract information about moisture
content of the particles from the estimated complex effec-
tive permittivity eff ¼ 0eff  j00eff in the process vessel, is
the approach of density-independent measurement tech-
niques [10]. The main idea of this approach is that if the
material density in a given volume changes, both 0eff and
00eff will be affected in a similar way, since they both
J. Nohlert et al. /Measuremendepend on the total amount of polarizable material in the
volume.
In a situation where a certain material is dispersed in a
background medium with permittivity b, the ratio
g ¼ 
00
eff
0eff  b
; ð3Þ
is an example of a density-independent function that has
shown to be more or less independent on the density for
many material mixtures [11,12]. This is not surprising, and
it can be shown using theMaxwell–Garnettmixing formula
applied to lossy spherical inclusions dispersed in a lossless
background medium, that g is independent on the volume
fraction # in the low-density limit. Therefore, it is expected
thatmeasurements of 00eff and 
0
eff taken at differentmaterial
densities would fall on a straight line that intersects the ori-
gin if 00eff is plotted versus 
0
eff  b, given that the particles
have constant permittivity. The slope g of this line usually
depends on the moisture content of the inclusion material
in a characteristic manner. The slope g may therefore be
used as a density-independent metric of the moisture con-
tent, if it is known how g depends on the moisture content
for the material considered. Such relations are usually
obtained from calibration procedures which involve mea-
surements on material samples with known moisture con-
tent. It should be emphasized that g may depend on many
other factors as well, such as the physical state of the water
(e.g.whether it is free or bound in thematerial) and the tem-
perature. In the case of free water, its distribution in the
material may also be of importance.
In practical measurement situations, the estimated
effective permittivity eff may be biased by, e.g., tempera-
ture variations of themetal parts of the cavity, or by changes
in the permittivity of the background medium (which is
usually air) causedby, e.g., a varyinghumidity. In such cases,
there may be non-zero residual components of 00eff and
0eff  b at zero material density due to biased estimates of
eff , which makes a direct use of the ratio g unreliable. We
therefore make an attempt to extend the classical density-
independent measurement approach to situations where
an uncontrolled bias of the estimated eff is present. Our
approach is based on the covariance between 00eff and
0eff  b,which is computed for a fairly largenumberofmea-
surement samples. Thematerial (in our case the particles in
the process) is re-distributed between different sample
points which yields a variation in the material density and
hence a variation in 00eff and 
0
eff , which is used to calculate
the covariance. As a motivation to this approach, we con-
sider a situation where lossy spherical inclusions with per-
mittivity i ¼ 0i  j00i are dispersed in a background
medium with permittivity b with volume fraction #. If the
dispersion is dilute (#  1) and if the loss factor of the inclu-
sionmaterial is low (00i =
0
i 6 0:1), theMaxwell–Garnettmix-
ing formula yields the following expressions for the real and
imaginary parts of the effective permittivity
0eff=b  1 ’ 3
0i=b  1
0i=b þ 2
# ð4Þ
00eff=b ’ 9
00i =b
ð0i=b þ 2Þ2
#: ð5ÞIf we now assume that #; 0i and 
00
i vary randomly around
their respective mean values, this will obviously yield
variations in eff . Hence, by studying the covariance
between the real and imaginary part of eff , one may
extract important information about the parameters #; 0i
and 00i and their variabilities. In particular, we notice from
Eqs. (4) and (5) that both the real and imaginary part of
eff depend linearly on the volume fraction #, which
explains the density-independent nature of the ratio g
and the reason why 00eff and 
0
eff  b obtained from differ-
ent volume fractions tend to fall on a straight line. Devi-
ations from this line can be explained by means of
variations in 0i and 
00
i , since they inﬂuence the real and
imaginary part of eff in different ways, as seen from
Eqs. (4) and (5).
2.3. Experimental setup
The experimental setup is shown in Fig. 3a and it
includes the process vessel, the process machine and the
two-port network analyzer used to perform the microwave
measurements.
t 55 (2014) 520–535 5232.3.1. Reduction of undesired losses
The original process vessel has a couple of apertures, such
aswindows that are used for visual inspection of the process,
and such apertures damp the microwave cavity by means of
radiation losses.Weare interested inmeasuring thedamping
associated with the moisture content of the particles and,
thus, we wish to reduce other contributions to the total
dampingof the cavity. Therefore,weshield theprocess vessel
by covering the aperturesW1,W2 and H1 in Fig. 2 by alumi-
num foil, and use a perforated plate to shield the microwave
cavity from the air outtake in the upper part of the process
vessel. In addition, the shieldingmitigates possible problems
with external electromagnetic sources that may disturb the
measurements. With these arrangements we obtain
unloaded Q-values of the cavity which are in the order of
103—104 for the lowest eigenmodes.2.3.2. Choice of probes and their design
Pharmaceutical mixtures processed in steel containers
often become electrically charged due to the triboelectric
effect [13,14]. Consequently, the statically charged parti-
cles yield a quasi-static electric ﬁeld as they move inside
the vessel. In order to protect the network analyzer from
induced voltages of large magnitude and electric dis-
charges that may occur in the process vessel, we exploit
magnetic ﬁeld probes (also referred to as H-probes) that
are mainly sensitive to the time variations of the magnetic
ﬂux that passes through the loop of the H-probe.
Fig. 3b shows the process vessel equipped with two H-
probes located in the upper part of the cavity for measure-
ment of the azimuthal and vertical components of the
magnetic ﬁeld. At these locations, we can efﬁciently couple
to the magnetic ﬁeld of the lowest eigenmodes that we use
for sensing. In addition, the size of each loop is chosen such
that we get sufﬁciently good coupling to all of these modes.
For industrial usage, it may not be feasible to let the probe
extend into the process vessel. A possible remedy is to
(a) Experimental setup (b) H-probes
Fig. 3. Photographs of (a) the process vessel in the experimental setup and (b) the two H-probes.
524 J. Nohlert et al. /Measurement 55 (2014) 520–535create a shallow dent in the cavity wall and to cover this
dent by a dielectric ‘‘radome’’.
2.3.3. Measurement settings
The network analyzer (Agilent E8361A) is controlled
from a PC via GPIB interface, in order to perform repeated
scans of a frequency band that includes the resonance
frequencies of the sensing modes (0.7–1.7 GHz). This fre-
quency band takes approximately 2 s to scan (for excitation
on one of the twoports), using totally 6400 frequency points
and the IF bandwidth set to 5 kHz,whichmeans that it takes
1–10 ms to scan the frequency band occupied by a single
resonance. The time between two consecutive frequency
sweeps is set to 10 s, where a substantial part of this time
is required for data transfer over the GPIB interface. In the
post-processing of themeasurement data, we use a statisti-
cal approach which beneﬁts from a large number of mea-
surement samples. Therefore, a measurement setup that
allows for faster sampling of the processwould be beneﬁcial
for this measurement technique.
3. Electromagnetic model
For the analysis of the resonance frequencies and the
corresponding eigenmodes, we use an idealized model of
the process vessel: (i) all the metal parts of the process ves-
sel are assumed to be perfect electric conductors (PEC); (ii)
all apertures are completely sealed such that the interior of
the process vessel is completely enclosed by a perfect elec-
tric conductor; and (iii) the probes are excluded from the
model. Further, we assume that the material inside the
process vessel can be described by relatively simple disper-
sion relations for the frequency band of interest and, as a
starting point, we consider a frequency-independent per-
mittivity that may vary with respect to space. Also, we
assume that the magnetization for the media involved is
negligible and use the permeability l ¼ l0.Thus, we consider the eigenvalue problem
r E ¼ jxB in X; ð6Þ
r  1
l0
B ¼ ðjxþ rÞE in X; ð7Þ
n^ E ¼ 0 on C: ð8Þ
We seek the eigenmodes ðEm;BmÞ and the corresponding
eigenfrequencies xm that satisfy the eigenvalue problem
(6)–(8), where the index m labels the resonances
supported by the process vessel.
3.1. Weak formulation
The eigenvalue problem (6)–(8) is expressed in the
weak form: Find ðE;B;xÞ 2 H0ðcurl;XÞ  Hðdiv;XÞ  C
such that
cFLðE;vÞ ¼ jxm1ðB;vÞ; ð9Þ
cALðB;wÞ ¼ jxl00mr ðE;wÞ þ l0mrðE;wÞ; ð10Þ
for all ðv ;wÞ 2 Hðdiv;XÞ  H0ðcurl;XÞ. Here, we express
the real (absolute) permittivity  ¼ 0r in terms of the cor-
responding relative permittivity. Further, we have the
bilinear forms
cFLðu;vÞ ¼
Z
X
ðr  uÞ  v dX; ð11Þ
cALðu;vÞ ¼
Z
X
u  ðr  vÞdX; ð12Þ
m1ðu;vÞ ¼
Z
X
u  v dX; ð13Þ
mr ðu;vÞ ¼
Z
X
ru  v dX; ð14Þ
mrðu;vÞ ¼
Z
X
ru  v dX: ð15Þ
Finally, we have the spaces
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Hðdiv;XÞ ¼ fu : u 2 L2ðXÞ andr  u 2 L2ðXÞg; ð17Þ
and H0ðcurl;XÞ is the subspace of Hðcurl;XÞ that satisﬁes
the boundary condition (8).
3.2. Finite element approximation
We expand the electric ﬁeld in terms of curl-conform-
ing elements and the magnetic ﬂux density in diver-
gence-conforming elements, see Ref. [15] for further
details. This yields the discrete eigenvalue problem
0 C
CT Z0Mr
 
c0b
e
 
¼ jx
c0
M1 0
0 Mr
 
c0b
e
 
; ð18Þ
where we have scaled the magnetic ﬂux density with the
speed of light and Ampère’s law with the impedance of
vacuum. This form is useful since it yields an eigenvalue
problem that is linear in terms of the eigenvalue jx=c0.
Reference [16] contains further details on the treatment
of eigenvalue problems by means of the ﬁnite element
method.
Elimination of the magnetic ﬂux density from Eq. (18)
yields the corresponding eigenvalue problem
CTM11 Cþ jxl0Mr x2l00Mr
 
e ¼ 0; ð19Þ
formulated in terms of only the electric ﬁeld. This eigen-
value problem is nonlinear since it is quadratic in terms
of the eigenfrequency x.
For problems with conducting media, it is computation-
ally advantageous to solve Eq. (18). Such situations may
occur in pharmaceutical processes that feature solutions
with ions. For dry processes, the non-conducting back-
ground medium with possibly conducting inclusions, dis-
plays a more complicated dispersion for the effective
permittivity. Given the somewhat limited frequency-band
used for the measurements in this article, we choose to
approximate the effective permittivity by a frequency-
independent function ðrÞ ¼ 0ðrÞ  j00ðrÞ. This yields the
eigenvalue problem
CTM11 Cx2l0 M0  jM00ð Þ
 
e ¼ 0; ð20Þ
which is not particularly attractive for direct computation
but useful for the sensitivity analysis that follows below.
3.3. Losses due to ﬁnite conductivity in the cavity walls
It is possible to approximately determine the losses due
to cavity walls of ﬁnite conductivity based on the electro-
magnetic ﬁeld solution computed for a PEC boundary. This
type of approach yields the quality factor associated with a
particular eigenmode and, consequently, its damping [17].
The losses are given by
Pwall ¼ Re 12
Z
C
ZCjn^ Bml0
j2dC
 
; ð21Þ
where ZC ¼ ð1þ jÞ=ðrdmÞ is the surface impedance for the
wall of ﬁnite conductivity. Here, dm ¼ ð2=ðxml0rÞÞ1=2 is
the penetration depth for the eigenfrequency xm and themagnetic ﬂux density Bm of the corresponding eigenmode
is computed based on the approximation that the wall con-
ductivity is inﬁnite. Finally, the quality factor is given by
Qwall;m ¼ xmWm=Pwall;m where Wm is the time-average
energy stored in the vessel by the eigenmode ðEm;BmÞ, i.e.,
Wm ¼ 14
Z
X
jEmj2dXþ 14
Z
X
1
l0
jBmj2dX: ð22Þ4. Estimation procedure
Given the measured scattering parameters, we estimate
the complex resonance frequencies by means of a sub-
space-based multivariable system identiﬁcation algorithm
[18]. This measurement procedure is repeated in a regular
fashion throughout the entire duration of the process time,
and in the following, we refer to the estimated resonance
frequencies as the measured resonance frequencies. First,
the vessel is empty and the measured resonance frequen-
cies are denoted xrefm , where the overline denotes a mea-
sured quantity. Next, the process vessel is loaded with
particles and the subsequent measured resonance frequen-
cies xm are used to form the deviations in the resonance
frequencies D xm ¼ xm  xrefm . As the process evolves, we
exploit the relative deviation D xm= xrefm to estimate the
state of the process and, later in this section, we present
formulas that relate a perturbation in resonance frequency
to the corresponding perturbations in (i) the material
parameters and (ii) the shape of the vessel due to thermal
expansion.
The estimation of the material and shape parameters is
based on minimization of the misﬁt between the measured
and computed relative deviations in resonance frequen-
cies. Thus, we wish to minimize the following expression
X
m
Dxm
xrefm
 D xm
xrefm


2
; ð23Þ
where Dxm ¼ xm xrefm is the deviation in the computed
resonance frequencies xm as compared to the correspond-
ing (computed) result xrefm for the empty reference case.
The computed resonance frequencies xm are functions of
the material and shape parameters, and this dependency
may be expressed according to
xm ¼ xmjLP þ
X
n
@xm
@pn
jLPdpn; ð24Þ
for small deviations around a certain linearization point,
which is denoted by the subscript LP. The empty cavity
may be used as linearization point, but if the permittivity
inside the vessel deviates substantially from vacuum, it is
beneﬁcial to use a linearization point with higher permit-
tivity in certain regions of the vessel. The perturbations
dpn in the parameters with respect to the linearization
point, are stored in a vector x and we compute an estimate
x^ of x by means of the regularized approach
x^ ¼ argmin
x
jjAx bjj2 þ cjjLðx ~xÞjj2: ð25Þ
Here, the elements of the matrix A and the right-hand-side
vector b are given by
526 J. Nohlert et al. /Measurement 55 (2014) 520–535Amn ¼ 1xrefm
@xm
@pn
jLP ð26Þ
bm ¼ D
xm
xrefm
xmjLP x
ref
m
xrefm
: ð27Þ
The ﬁrst term in Eq. (25) resembles a system of linear
equations which is over-determined, i.e., the number of
rows in A exceeds the number of columns. Hence, the
residual jjAx bjj can be used as a metric of how well
the column space of A is able to represent the data vector
b. The second term in Eq. (25) is a regularization term,
which penalizes solutions x^ away from a given vector ~x
using a weighted Euclidean norm. The matrix L in the reg-
ularization term is diagonal with all diagonal elements
equal to unity, except for the elements that multiply the
shape parameters, which are substantially larger. The bal-
ance between the two terms in Eq. (25), i.e., a solution
which makes Ax^  b and a solution x^  ~x, is controlled
by the regularization parameter c. From a Bayesian point
of view we can interpret Eq. (25) as the posterior mean
estimate of x under the assumption that the measurement
errors in b are Gaussian distributed, have zero mean and
covariance matrix 12I and the parameter vector x has a
Gaussian prior distribution with mean value ~x and covari-
ance matrix ð12=cÞðLTLÞ1 [19].
For normal process conditions, the losses in the process
vessel are small and, therefore, we compute the sensitivity
matrix A for linearization points that corresponds to the
vessel without losses. Consequently, the permittivity is
represented by  ¼ 0LP þ d0  jd00, where 0LP is the permit-
tivity at the linearization point. Here, the perturbations
with respect to the linearization point are denoted d0
and d00, which are estimated by means of Eq. (25).
Thus, we use the eigenvalue problem (20) with
0ðrÞP 0 and 00ðrÞ ¼ 0 to compute the eigenfrequencies
and eigenmodes at the linearization point, which reduces
to a special case of Eq. (18). The computed eigenfrequen-
cies and eigenmodes are also used to compute the sensitiv-
ities as described later in this section. The down-bed region
with the ﬂuidized particles yields an effective permittivity
that deviates substantially from vacuum. Therefore, we use
a linearization point
0LPðrÞ ¼
0bed in the bed region;
0 outside the bed region;

ð28Þ
where 0bed P 0. We solve the eigenvalue problem for a
range of bed heights hbed and bed permittivities 0bed, where
the solutions from the eigenvalue problem together with
the corresponding sensitivities are stored in a database. It
is noticed that the resonance frequencies and their sensi-
tivities do not change signiﬁcantly as hbed decreases, if
0bed is increased to an appropriate extent. This is reason-
able since it merely corresponds to a redistribution of the
bed material to a smaller region. During the evolution of
the process, we continuously seek the linearization point
0LP that yields the best ﬁt with the corresponding devia-
tions in the measured resonance frequencies, where the
bed height is ﬁxed at a representative value hbed ¼ 5 cm.
Hence, this estimation procedure can be used for a pro-
cess where the particles grow signiﬁcantly in size, bymeans of changing the linearization point 0LP. To summa-
rize, Eq. (25) yields reliable estimates of the perturbations
d0eff and d
00
eff with respect to the linearization point. This
approach is sufﬁcient for most normal process states.
4.1. Sensitivity analysis
The sensitivity analysis is based on the eigensolution
ðEm;Bm;xmÞ computed for a linearization point with
0ðrÞP 0 and no losses, i.e., 00ðrÞ ¼ 0 and rðrÞ ¼ 0. Given
this linearization point, we formulate the sensitivities that
relate a small perturbation dxm in the resonance frequency
xm to perturbations in (i) the material parameters d0 and
d00 and (ii) the normal displacement dn of the cavity’s
boundary. Fig. 4a shows a subdivision of the cavity’s vol-
ume that is used for the parameterization of the material
and Fig. 4b shows the cavity’s wall with a set of basis func-
tions used for the representation of the normal displace-
ment, where both parameterizations are axisymmetric.
4.1.1. Material sensitivities
Based on the eigenvalue problem (20), the sensitivity of
the resonance frequencyxm with respect to changes in the
material parameters p ¼ 0 and 00 is expressed as
dxm
xm
¼ md0 ðEm;EmÞ  jmd00 ðEm;EmÞ
2m0 ðEm;EmÞ ; ð29Þ
where we have
mdpðu;vÞ ¼
Z
X
dpu  v dX; ð30Þ
for aperturbation dpwith respect to thematerial parameterp
[17,20]. From Eq. (29), we notice that d0 affects only the real
part of the eigenfrequencies, and that d00 only affects the
imaginary part. The discrete version of this linearization is
dxm
xm
¼  e
T
m Md0  jMd00½ em
2eTmM0em
: ð31Þ4.1.2. Representation of material perturbations
The perturbation dp of the material parameter p is rep-
resented in terms of a set of N space dependent basis func-
tions unðrÞ, which are multiplied with the coefﬁcients dpn,
according to
dpðrÞ ¼
XN
n¼1
dpnunðrÞ: ð32Þ
Here, we subdivide the vessel’s volume X into regions Xn
such that Xn do not overlap and
SN
n¼1Xn ¼ X. We exploit
piecewise constant basis functions unðrÞ that are equal to
one if r 2 Xn and zero elsewhere. In particular, we associ-
ate the basis functions with three regions: (i) the bed
region of height hbed with a relatively high density of par-
ticles; (ii) a cylinder shaped volume that coincides with
the core of the fountain; and (iii) the rest of the process
vessel. These regions are formed by combining the basic
subregions shown in Fig. 4a.
The residual jjAx^ bjj in the solution to the estimation
problem (25) is used as a metric of how well these basis
functions are able to represent the actual permittivity
Fig. 4. Two-dimensional projection of the process vessel showing (a) the basic subregions that may be combined in different ways to obtain the material
basis functions un and (b) basis functions used to represent shape deformations. All dimensions are in millimeters.
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radius of the fountain region is chosen such that the resid-
ual is minimized. Based on measurement results presented
later in this article, we ﬁnd that the fountain region indi-
cated by gray color in Fig. 4a yields the best agreement
with the measured resonance frequencies.
4.1.3. Shape sensitivities
For a normal displacement dn of the vessel’s boundary
C, the resulting perturbation in the resonance frequency
is given by [17,20]
dxm
xm
¼  ddnðBm;BmÞ=l0  ddnð
0Em;EmÞ
2Wm
; ð33Þ
where Wm is the time-average energy in the cavity given
by Eq. (22), and
ddnðu;vÞ ¼
Z
C
u  vdndS: ð34Þ
A positive deformation dn > 0 here corresponds to that the
volume of the cavity increases. We notice that shape defor-
mations only affect the real part of the eigenfrequencies.The corresponding discrete formulation of Eq. (33) is
dxm
xm
¼ 
1
l0
bHDdnb eHD0dne
1
l0
bHM1bþ eHM0e
; ð35Þ
where the superscript H indicates conjugate transpose.
4.1.4. Representation of shape perturbations
We use an axisymmetric representation of the normal
displacement dn by means of a quadratic hierarchical basis
for three different parts of the vessel’s boundary: (i) the
upper lid; (ii) the cylindrical surface; and (iii) the conical
surface. Fig. 4b shows the basis functions in relation to
the geometry of the vessel. On each of the three parts of
the boundary, we exploit the (local) basis functions
w1ðuÞ ¼ 1 u ð36Þ
w2ðuÞ ¼ u ð37Þ
w3ðuÞ ¼ 4uð1 uÞ ð38Þ
where the part of the boundary is parameterized by the
local coordinate u such that the interval 0 6 u 6 1 corre-
sponds to the entire part of the boundary.
Table 1
Computed and measured values of the resonance frequencies and unloaded
Q-values of the lowest eigenmodes in the process vessel. The variabilities
(here represented by one standard deviation) in the measured quantities
arise from disassembling and reassembling the complete vessel.
m Computed Measured
f0 ðMHzÞ Q f0 ðMHzÞ Q
1 759 5100 761 ± 0.07 5400 ± 100
2 894 5800 894 ± 0.05 5100 ± 400
3 928 5900 930 ± 0.02 4400 ± 400
4 1008 6000 1009 ± 0.03 3200 ± 800
5 1051 6100 1051 ± 0.06 4700 ± 200
6 1149 6300 1150 ± 0.03 3400 ± 700
7 1207 5600 1206 ± 0.08 3500 ± 300
8 1495 9800 1498 ± 0.05 10,300 ± 400
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associated with the cavity’s shape to a number that is prac-
tical, and to suppress non-physical shape deformations, we
form two new basis functions by linearly combining
dn1—dn8 according to
dnlid ¼ 0:97dn6 þ 0:24dn8 ð39Þ
dncone=cyl ¼ 0:69dn2 þ 0:16dn3 þ 0:71dn4: ð40Þ
Thus, dnlid describes a smooth deformation of the top lid
and dncone=cyl describes a joint deformation of the cylindri-
cal and conical parts of the vessel. The coefﬁcient values
in Eqs. (39) and (40) are chosen such that the residual
jjAx^ bjj is minimized, given only these two independent
degrees of freedom for the shape.
4.2. Temperature measurements
Before the vessel is loaded with particles, it is normally
pre-heated. We exploit this part of the process to gain
information that is used to compute the a priori informa-
tion ~x for later parts of the process. During the pre-heating
of the vessel, the vessel is empty and we perform simulta-
neous and synchronized measurements on (i) the reso-
nance frequencies and (ii) the temperature registered by
the set of temperature probes shown in Fig. 2. Given the
deviations ydT in the temperatures (relative to the initial
temperatures) and the shape perturbations x^dn estimated
from the resonance frequencies for the empty cavity, we
use the relatively simple model x^dn ¼ BydT , where the
matrix B is determined by means of linear regression from
the data acquired during the pre-heating interval. This
model is used to obtain a priori estimates ~xdn ¼ BydT from
the measured temperatures during later parts of the pro-
cess, after the particles have been loaded. In the following,
we exploit the a priori information
~x ¼ ~xdeff
~xdn
 
¼ 0
BydT
 
; ð41Þ
in the estimation problem (25), where ~xdeff corresponds to
all the material parameters that are incorporated in the
estimation procedure.
Tests demonstrate that about 95% of the perturbations
in the resonance frequencies due to thermal expansion of
the vessel during heating and cooling can be accounted
for by this model, when the vessel is empty. This approach
is less successful once the vessel is loaded with particles,
since the presence of particles yields a different tempera-
ture distribution in the vessel. However, it is presumed
that it is feasible to improve the a priori information,
should the metal temperature be measured at more places
on the vessel’s wall and top lid.
5. Results
In the measurement results presented in the following,
we perform repeated microwave measurements on the
process vessel as the process is running. Each process
experiment typically takes a few hours in total. The exter-
nal process parameters such as the ﬂow-rate, temperature
and humidity of the ﬂuidizing air, the pressure and ﬂow inthe pneumatic spray-nozzle and the ﬂow-rate of the spray-
ing liquid, are controlled from the user interface of the pro-
cess machine. These external process parameters together
with measured temperatures at the locations indicated in
Fig. 2, are logged by the process machine.
5.1. Cavity without particles
Among the eigenmodes hosted by the process vessel we
have identiﬁed eight modes that are feasible to use for
sensing. These modes are listed in Table 1 together with
their resonance frequencies and unloaded Q-values. All
these modes have similarities with the TE and TM modes
hosted by a circular cylindrical cavity. In particular, the
modes m ¼ 1;2;5 and 7 resemble the modes
TE111;TE112;TE113, and TE114 of a circular cylindrical cavity,
and the modes m ¼ 3;4 and 6 resemble the modes
TM010;TM011 and TM012 respectively. The mode m ¼ 7
(TE114) has a strong electric ﬁeld in the lower part of the
vessel, which makes it well-suited for probing the permit-
tivity in the down-bed region. The mode m ¼ 8 resembles
TE011 which has an electric ﬁeld that is zero on all cavity
walls, which implies that its resonance frequency is insen-
sitive to dielectric material adhering to the cavity walls.
This mode also has a notably high Q-value.
The loaded Q-values in the experiment can be calcu-
lated from the real and imaginary part of the measured
complex resonance frequency x according to
Q l ¼
ReðxÞ
2  ImðxÞ ; ð42Þ
for the weakly damped cavity modes [17]. Since the cavity
is loaded by two probes with different coupling coefﬁ-
cients, the following expression is used to calculate the
unloaded Q-value
Qu ¼ Q l
2
jS11j þ jS22j
	 

; ð43Þ
where the reﬂection coefﬁcients S11 and S22 are evaluated
at each resonance frequency [21].
We calculate the Q-value from the electromagnetic
model using the method described in Section 3.3, and here
we assume that the cavity walls have a conductivity
rc ¼ 106 S=m, which should be representative for the
stainless steel that the vessel is made of.
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resonance frequencies agree well. There is also a generally
good agreement between measured and computed Q-val-
ues although, for somemodes, the measured Q-value is sig-
niﬁcantly lower than the computed. The latter may be a
result of insufﬁcient electric contact in the joint between
the conical and cylindrical part of the cavity, or at the alu-
minum foil that covers the windows. As the process vessel
is disassembled and reassembled, a certain variability in
the measured resonance frequencies and Q-values is intro-
duced, which is presented in Table 1. This variability is sig-
niﬁcant in relation to the perturbations in resonance
frequencies caused by changes in the state of the process.
Therefore, the particles are inserted into the process vessel
through a small hole (indicated by H1 in Fig. 2) after the
necessary reference measurements on the empty cavity
have been collected, in order to eliminate this variability.
Investigations show that the variability introduced from
inserting the particles in this manner is negligible.
5.1.1. Effects from air humidity and spray
In a Wurster-process, several different components that
inﬂuence the resonance frequencies are present simulta-
neously. The most important of these components are (i)
particles, (ii) the temperature of the vessel (iii) liquid drop-
lets from the spray nozzle and (iv) water vapor in the ﬂu-
idizing air. The temperature of the vessel affects the
resonance frequencies mainly via perturbations of the cav-
ity’s shape, whereas the other components are assumed to
inﬂuence the resonance frequencies via the permittivity. In
order to assess how each of these components contribute
to the microwave response, they have been studied sepa-
rately. Some of these components, such as the spraying
liquid and the temperature, are inherently interconnected,
i.e., the spraying rate cannot be changed without also
affecting the temperature.
The humidity of the ﬂuidizing air can be controlled
independently using the process machine and humidities
ranging from 0 to 20 ðg H20Þ=ðkg airÞ, corresponding to
dew-points in the range from 30 C to 25 C, can be
achieved. Our measurements show that the humidity
inﬂuences only the real part of the permittivity of the air
and hence the resonance frequencies, to a degree that is
clearly detectable.
Water sprayed from the pneumatic spray nozzle (also
referred to as the atomizer) yields similar changes in the
permittivity inside the cavity as the humidity does. Only
0eff is inﬂuenced by the spray, and if the same amount of
water is added through the atomizer as via the ﬂuidizing
air, the change in 0eff is very similar. The contributions to
the permittivity of the air from humidity in the ﬂuidizing
air and from water spray are additive, as long as the spray-
ing rate is sufﬁciently low to allow for complete evapora-
tion of the liquid droplets.
5.2. Measurements with particles
In the following, we present measurement results for
processes involving particles. The particles used are made
of MCC (Cellets

brand) and have diameters in a distribu-
tion from 500 to 700 lm. A batch consisting of 200 g ofparticles is used in all of the following experiments. All
process settings are identical in the following experiments,
except for the type of spraying solution and the spraying
rate. The ﬂuidization ﬂow is set to 30 Nm3=h (where N
denotes normal temperature and pressure) with an inlet
temperature of 70 C. The atomizer pressure is 2:0 bar
and the associated atomizer ﬂow is 2:0 Nm3=h.
The spraying liquid used in the experiments is water
containing either (i) Mannitol or (ii) NaCl. The permittivity
of these spraying liquids is measured using the dielectric
probe kit 85070E from Agilent Technologies, and the
results are shown in Fig. 5.
In the beginning of each experiment, the vessel is pre-
heated and the particles are loaded, before the experi-
ment-speciﬁc part of the process (e.g. coating) is initiated.
In the results presented in the following, we omit the pre-
heating interval and focus on the experiment-speciﬁc parts.
The average error between the model and measurement
is computed as the root-mean-square of the difference
between measurements (b) and model ﬁt (Ax^), averaged
with respect to the number of sensing modes M. With par-
ticles present in the vessel, this average error is in the order
of 105 during normal process conditions (no extensive
agglomeration, etc.) which should be compared with the
average magnitude of the measurement response
(jjbjj=M), which is in the order of 103.
According to the sensitivity analysis in Section 4.1, per-
turbations in the real part of the resonance frequencies are
related to both d0eff and dn. Similarly, a perturbation in the
imaginary part of the resonance frequency is related to
d00eff . As described in Section 4.2, dn is to a large extent deter-
mined based on a priori information that exploits tempera-
turemeasurements. An error in the apriori informationmay
yield a corresponding error in d0eff , which varies on a time-
scale that is signiﬁcantly slower than the fast timescales
associated with the ﬂuid-dynamics of the process. Based
on these two time-scales, we make the assumption
eff ðtÞ ¼ eff ;slowðtÞ þ eff ;fastðtÞ, where eff ;fastðtÞ represents
fast random ﬂuctuations and eff ;slowðtÞ represents slow
changes in the permittivity caused either by errors in the a
priori information or by changes in the actual process state
(such as particles growing in size or accumulation of mois-
ture in the particles). We model eff ;slowðtÞ by a low-order
polynomial with respect to time t, and this polynomial is
determined bymeans of linear regression based on the esti-
mated eff ðtÞ. Furthermore, we compute the covariance
matrix from the real and imaginary part of eff ;fastðtÞ
according to C ¼ covðz1; z2Þ where z1 ¼ ½0eff ;fastðtnÞ=0  1T
and z2 ¼ ½00eff ;fastðtnÞ=0T are vectors containing samples of
eff ;fast taken at discrete time instants tn. If the eigenvectors
of C are scaled by the square root of its eigenvalues (i.e.
the standard deviations), they deﬁne the major and minor
semi-axes of an ellipse that represent the co-variation of
the data. Such ellipses are included in the scatter-plots in
the presentation of the following measurement results.
Variations in eff ;fastðtÞ along the eigenvector associatedwith
the largest eigenvalue of C, are mainly attributed to ﬂuctua-
tions in the particle volume fraction #. Therefore, we take
the slope of this eigenvector (i.e. the major semi-axis of
the ellipse) as a density-independent ratio which is equiva-
lent to the ratio g in Section 2.2.2.
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Fig. 5. Relative permittivity of distilled water at room temperature that contains (a) Mannitol (13.5%) and Kollicoat IR

(1.5%), and (b) NaCl (0.5%). Solid
curves represent 0=0 and dashed curves 00=0.
530 J. Nohlert et al. /Measurement 55 (2014) 520–535The relationship between this slope and underlying
physical parameters such as the moisture content of the
particles and the concentration of salt (NaCl) in the spray-
ing liquid, have been studied by means of Monte-Carlo
simulations. These simulations are based on measure-
ments of the complex permittivity of MCC [11] and empir-
ical models for the permittivity of water with and without
salt [10], together with the mixing formulas described in
Section 2.2.1. Thus, we generate random mixtures of MCC
particles and air by using statistical normal-distributions
to represent the volume fraction and water content of
the particles. The water is assumed to be either absorbed
uniformly in the MCC-particles or distributed in a uniform
water-layer on the surface of the particles. The case with a
pronounced water-layer may be representative also for sit-
uations where the surface of the particles have a substan-
tially higher moisture content than the core. Based on
these simulations, we observe the following trends:
1. An increase in the moisture content of the MCC parti-
cles (absorbed water) increases the slope, if the initial
moisture content is less than around 7%. For higher
moisture contents, the slope instead decreases with
increasing moisture content.
2. Pure water distributed on the surface of the particles
decreases the slope.
3. Water containing salt distributed on the surface of the
particles increases the slope if the salt concentration
exceeds 1%.
4. The slope is not affected by changes in the volume frac-
tion, if the volume fraction is sufﬁciently low (around
5% or lower), whereas at higher volume fractions, the
slope increases with increasing volume fraction.
5.2.1. Fast coating process
Here, we present results from a process where MCC par-
ticles are coated with a mixture of Mannitol (a sugar) and a
polymer labeled Kollicoat IR

(ethylene glycol vinyl acetate
grafted polymer), where the Mannitol and the Kollicoat IRare dissolved in de-ionized water. The dry content of the
solution (the fraction that ideally stays on the surface of
the particles) is 15 mass% (13.5% Mannitol and 1.5% Kolli-
coat IR). The complex relative permittivity for this solution
is shown in Fig. 5a, and here we notice that the response is
similar to that of pure water. In this experiment, a rela-
tively high spraying rate is used to obtain fast build-up of
the coating layer. First, the spraying rate is set to 11.3 g/
min and kept constant during approximately 15 min. Next,
the spraying rate is increased even further to 14.4 g/min,
which eventually leads to extensive agglomeration and
particles adhering to the walls of the vessel.
Fig. 6 shows the estimated permittivity in three differ-
ent regions: (i) the down-bed region; (ii) the fountain
region above the Wurster tube; and (iii) the rest of the vol-
ume above the down-bed region, as function of process
time in hours. At t = 0.9 h, the particles are ﬂuidized in
the process with the fountain off, and the temperature is
in equilibrium. The following changes in process settings
are marked with dashed vertical lines: at t = 1.04 h the
fountain is switched on; in the interval 1.2 h < t < 1.26 h
the spraying rate is successively increased to 11.3 g/min;
at t = 1.51 h the spraying rate is increased to 14.4 g/min.
Some interesting features can be observed in these ﬁgures:
1. The estimated permittivities ﬂuctuate substantially,
which is reasonably caused by the continuous re-
distribution of the particles in the process which occurs
on a short time scale (<0.1 s).
2. As the fountain is switched on, the estimated permittiv-
ity increases clearly in the fountain and remaining vol-
ume regions, whereas it decreases in the bed region.
This is reasonable since as the fountain is switched
on, particles start to circulate in the upper part of the
vessel which reduces the amount of particles in the
down-bed region.
3. The estimated permittivity in the fountain decreases
slightly as the spraying starts. This could be an artifact
(incorrect estimation) resulting from insufﬁcient
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Fig. 6. Estimated permittivity as a function of process time in the fast coating process. Black lines represent 0eff=0  1 and gray lines 00eff=0. The dashed
black curve in (a) shows the permittivity in the bed region at the current linearization point.
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also be due to a lower particle density in the fountain
as the spraying starts. The estimated permittivity in
the remaining volume increases as the spraying starts,
reasonably due to increased air humidity inside the
vessel.
4. During the interval 1.5 h < t < 1.75 h, extensive agglom-
eration occurs in the process and the particles start to
build up dense layers on parts of the cavity walls, as a
result of the high spraying rate (this could be observed
visually after the experiment was ﬁnished). This pro-
cess is clearly reﬂected in the estimated permittivities,
which are changing dramatically during the agglomera-
tion interval.
In situations similar to the agglomeration interval
described in item 4 above, i.e. at very moist process condi-
tions that yields material build-up on the vessel walls, we
repeatedly observe a larger discrepancy between the
model and measurements, i.e. an increasing residual
jjAx^ bjj. Thus, a model that allows only for a constant
permittivity in the bed, fountain and remaining volume
regions, is unable to accurately represent the material dis-
tributions formed during extensive agglomeration. This
indicates the possibility of detecting anomalous process
conditions based on the residual. Studies show however
that it is possible to maintain a low residual also during
extensive agglomeration if the cavity is divided into sub-
regions that better represent the actual material distribu-
tion. The sub-regions in the direct vicinity of the cavity
walls shown in Fig. 4a may be well-suited for this purpose.
Fig. 7 shows scatter plots of 00eff=0 versus 
0
eff=0  1 in
the three regions before and after spraying starts. The ellip-
ses in these scatter plots represent the co-variation of the
data, where the length of each semi-axis is three standard
deviations. All ellipses are highly elongated and the varia-
tions along the major semi-axis is assumed to be caused by
variations in material density, according to the discussion
on density-independent functions in Section 2.2.2. The
slopes in the scatter plots are shown in Table 2. Here we
notice that (i) the slope is higher in the bed region, as com-
pared to the fountain and volume regions and (ii) the slope
decreases in the fountain and in the volume after thespraying starts, but remain unchanged in the bed. Accord-
ing to the results from the Monte-Carlo simulations
described previously, the decreasing slope in the fountain
and volume regions could indicate that the moisture con-
tent at the surface of these particles increases during the
spraying interval. The higher slope in the bed is in agree-
ment with the Monte-Carlo simulations, since the volume
fraction in the bed is substantially higher than in the other
regions.
5.2.2. Slow coating process
In this experiment, MCC particles are coated with Man-
nitol and Kollicoat IR

with the mixing ratio described in
Section 5.2.1, under relatively dry process conditions, i.e.,
a relatively low spraying rate of 6:6 g=min is used.
Fig. 8 shows the estimated permittivity in the bed, foun-
tain and remaining volume regions, as function of process
time in hours. The time interval 0 h < t < 0.9 h, which has
been omitted, includes pre-heating of the vessel and load-
ing of particles, so at t = 0.9 h, the particle fountain is
switched on and the temperature is close to equilibrium.
The process conditions are changed at the time instants
indicated by the dashed vertical lines: at t = 0.89 h spray-
ing (coating) starts with a spraying rate of 4.6 g/min; at
t = 0.96 h the spraying rate is increased to the ﬁnal value
6.6 g/min; at t = 1.13 h the temperature is considered sta-
ble and at t = 1.78 h the spraying ends. In these ﬁgures,
some interesting features can be observed:
1. The estimated permittivity in the bed increases slowly
during the coating interval 0.90 h < t < 1.78 h, whereas
the permittivities in the fountain and the remaining
volume regions remain fairly constant. This may be
explained by particles growing in size as a result of
the coating, which results in more dielectric material
that accumulates mainly in the bed region. The growth
in particle size was veriﬁed by means of sieving and
weighing the particles after the coating process was
ﬁnished, and the mass-increase was found to be
approximately 25%. A bed that grows in size in the
experiment is interpreted by our model as an increase
in the effective permittivity in the bed-region, which
has a ﬁxed size. This effect can however not be clearly
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Fig. 7. Scatter plots of 00eff=0 versus 
0
eff=0  1 in the fast coating process. Values inside parentheses are the slopes of the major semi-axis of the ellipses.
The black lines starting with squares represent the slowly varying component eff ;slow of the estimated permittivity.
Table 2
Slopes of the major semi-axis in the scatter plots of 00eff versus 
0
eff  1.
Bed Fountain Volume
Spraying off 0.314 0.245 0.247
Spraying 11.3 g/min 0.313 0.228 0.211
532 J. Nohlert et al. /Measurement 55 (2014) 520–535observed in the fast coating experiment described in
Section 5.2.1, which is somewhat surprising given that
we use the same coating solution in both processes.
2. The permittivity in the remaining volume region (Fig. 8)
increases as the spraying starts, it increases further as
the spraying rate increases and drops as the spraying
is stopped. This may be attributed to changes in the per-
mittivity of the air, due to increased humidity caused by
the evaporating water in the spray.1 1.2 1.4 1.6 1.8
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Fig. 8. Estimated permittivity as a function of process time in the slow coatin
dashed black curve in (a) shows the permittivity in the bed region at the currenFig. 9 shows scatter plots of 00eff=0 versus 
0
eff=0  1 for
the tree regions, during the coating interval. Here, we
notice that the slope is higher in the bed as compared to
the other two regions, which is reasonable given the higher
volume fraction in the bed. We also notice how the slowly
varying component eff ;slow shown by black lines in Fig. 9,
varies substantially in the bed region, reasonably due to
the growth in particle size.5.2.3. Particles sprayed with salt water
In this experiment, MCC particles are sprayed with salt
water (0.5 mass% NaCl dissolved in distilled water at room
temperature). The complex relative permittivity for this
solution is shown in Fig. 5b and here we notice a signiﬁcant
increase in 00 at low frequencies due to the conductivity1.4 1.6 1.8
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The black lines starting with squares represent eff ;slow, i.e. the slowly varying component of the estimated permittivity.
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Fig. 11. Scatter plots of 00eff=0 versus 
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eff=0  1 in the salt water experiment. Values inside parentheses are the slopes of the major semi-axis of the ellipses.
The black lines starting with squares represent the slowly varying component eff ;slow of the estimated permittivity.
J. Nohlert et al. /Measurement 55 (2014) 520–535 533introduced by the salt. Two different spraying rates are
studied, namely 11:6 g=min and 13:3 g=min.
Fig. 10 shows the estimated permittivity in the bed,
fountain and remaining volume regions, as function ofprocess time in hours. At the ﬁrst time instant shown in
Fig. 10, the particles are ﬂuidized, the fountain is on and
the temperature is stable. The following changes in process
settings are marked with dashed vertical lines: at t = 1.84 h
Table 3
Slopes of the major semi-axis in the scatter plots of 00eff versus 
0
eff  1 for
the salt water experiment.
Bed Fountain Volume
Spraying off 0.327 0.248 0.235
Spraying: 11.6 g/min 0.374 0.299 0.307
534 J. Nohlert et al. /Measurement 55 (2014) 520–535the spraying starts (11.6 g/min); at t = 2 h the temperature
is considered stable; at t = 2.24 h the spraying rate is
increased to 13.3 g/min which yields very moist process
conditions and presumed initiation of extensive agglomer-
ation. The increase in spraying rate to 13.3 g/min is fol-
lowed by clear changes in the estimated permittivities,
possibly due to free water (with salt) on the surface of
the particles in the fountain region and/or agglomeration
with particles adhering to the walls of the vessel.
Fig. 11 shows scatter plots of 00eff=0 versus 
0
eff=0  1 in
two intervals: (i) no spray and (ii) spraying at 11.6 g/min
(which does not yield agglomeration). The slopes of the
major axis for the three regions is also presented in Table 3.
Here, it is interesting to notice how the slopes in all regions
clearly increase after the spraying is switched on. This is
expected, given the high dielectric losses of the salt water
in the frequency range of the cavity resonances, and it is
also in agreement with the Monte-Carlo simulations pre-
sented previously.6. Conclusions
We have presented a microwave measurement tech-
nique for industrial processes contained in closed metal
vessels, which exploits a number of electromagnetic reso-
nances of the metal vessel to estimate the process state.
In particular, we estimate the effective permittivity inside
a vessel that hosts a pharmaceutical ﬂuidized-bed process,
which is used for particle coating. This process involves
spraying a solution onto the particles, where water acts
as the solvent for different types of coating substances.
For this particular application, it is important to monitor
the moisture content of the particles and the particle dis-
tribution. Electromagnetic waves interact strongly with
water in a non-invasive and non-destructive manner,
which makes this type of measurement technology very
attractive. In addition, our measurement system is sensi-
tive to changes in permittivity throughout the process ves-
sel and, thus, it can be considered to perform a global
measurement of the process state, which is challenging
for more conventional techniques.
We exploit two magnetic ﬁeld probes and measure the
scattering parameters as function of frequency using a net-
work analyzer. The complex resonance frequencies are
estimated from the scattering parameters and these are
related to a reference measurement of the empty vessel
in order to achieve relative changes in the resonance fre-
quencies. The perturbations in the resonance frequencies
are related to (i) the perturbations in the complex effective
permittivity inside the vessel and (ii) the thermal expan-
sion of the vessel caused by variations in the temperature.
We exploit an estimation algorithm with regularization toestimate the effective permittivity and the shape of the
vessel, where the unknown effective permittivity and
shape is parameterized with the aid of spatial basis func-
tions. The real and imaginary part of the effective permit-
tivity are assumed to be frequency-independent in the
frequency band of the used resonance frequencies. We
model the vessel by means of the ﬁnite element method
and the computed eigenmodes and eigenfrequencies are
used to calculate sensitivities with respect to changes in
the material parameters and the shape of the vessel. The
estimation incorporates a priori information that is col-
lected from probes that measure the temperature of the
vessel’s metal walls and the air that ﬂows through the
vessel. This approach accounts for substantial parts of the
temperature variations but it is believed that it can be
signiﬁcantly improved.
The measurement technique performs well for the esti-
mation of the effective permittivity that is parameterized
for a small number of sub-regions. The re-distribution of
material occurring when the particle fountain is switched
on, is clearly reﬂected in the estimated permittivity in all
these sub-regions. The effect of particles that grow in size
during coating processes can be observed in the estimated
permittivities, and we have also shown that material build-
up on the cavity walls can be clearly detected. We have
related the real part of the effective permittivity to its
imaginary part by means of scatter plots and covariance
matrices, where measurements taken at different time
instants fall approximately on a straight line. This line is
deﬁned by the eigenvector associated with the largest
eigenvalue of the covariance matrix, and the slope of the
line is affected by the liquid sprayed onto the particles in
the process. In particular, the slope of this line clearly
increases if the particles are sprayed with a liquid that
features substantial dielectric losses.Acknowledgements
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